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We present a highly sensitive hydrogen fluoride de-
tector based on simple cantilever-enhanced photo-
acoustic spectroscopy. A noise equivalent concentra-
tion of 5 parts-per-trillion was achieved in 1 s and
650 parts-per-quadrillion in 32 min. The limits were
reachedwith an average optical power of 950mWusing
a new continuous-wave optical parametric oscillator at
2.476 µm. The achieved normalized noise equivalent
absorption coefficient was 2.7× 10−10 Wcm−1Hz−1/2.
OCIS codes: (120.0120) Instrumentation, measurement, and
metrology; (300.6430) Spectroscopy, photothermal; (300.6340) Spec-
troscopy, infrared; (190.4970) Parametric oscillators and amplifiers.
Hydrogen fluoride (HF) is a highly reactive and corrosive gas
that is used widely in industrial processes, such as etching and
in the production of refrigerants, high-octane gasoline and alu-
minium. It is hazardous to health when in contact with skin
or inhaled, having a permissible exposure limit of 3 parts-per-
million-by-volume (ppmv) [1]. In the troposphere, the short
lifetime of HF assures safe overall concentration, estimated to
be less than a few parts-per-trillion (pptv) [2]. Hydrogen fluo-
ride enters the tropospheremainly from anthropogenic sources,
such as coal-fired power stations and aluminium smelters. Nat-
ural sources of fluorides, such as volcano eruptions, geysers
and marine aerosols, make only a small contribution to the to-
tal emission rates [3]. Near emission sources, HF concentrations
may rise to a few tens of parts-per-billion (ppbv), which already
has harmful effects on vegetation [3]. To detect and prevent any
harmful leaks or accidents, even the smallest concentrations
must be monitored. Mixing ratios of a few ppmv are conve-
niently measured using various chemical reaction-based meth-
ods [4, 5], whereas spectroscopic techniques are better suited for
ppbv level detection [6, 7]. Recently, a noise equivalent HF con-
centration of 38 pptv in 1 s was reported by Craig et al. using
tunable diode laser absorption spectroscopy [8].
Spectroscopic techniques are promising in further improv-
ing the detection limit of HF. Hydrogen fluoride has a strong
rotational-vibrational absorption band in the near-infrared re-
gion between 2.3 and 2.8 µm [9], which enables a high sen-
sitivity in situ detection using laser-based absorption spectro-
scopicmethods [10, 11]. One of the most sensitive spectroscopic
techniques is cantilever-enhanced photo-acoustic spectroscopy
(CEPAS), which has been shown to reach a noise equivalent de-
tection limit as low as 50 ppt in the case of NO2 [12].
Photo-acoustic spectroscopy (PAS) is a wavelength-
independent technique for absorption spectroscopy. In
PAS, a photo-acoustic (PA) signal is produced by non-radiative
relaxation of periodically excited molecules, conventionally
detected by a microphone. The PA signal is directly propor-
tional to the exciting optical power, which favours the use of
high-power laser sources. Furthermore, in recent years, the
developments in PAS research have surpassed the limitations
of the insensitive microphone with an extremely sensitive
miniature silicon cantilever [13, 14]. In CEPAS, the PA signal
is detected by measuring the movement of a silicon cantilever
by a laser interferometer. The modulation frequency can be
chosen freely below the resonance frequency of the cantilever,
typically designed to around 600 Hz. The best signal-to-noise
ratio (SNR) is usually achieved around 10 to 100 Hz with a
commercially available CEPAS instrument [14].
In this Letter, we demonstrate a method capable of detect-
ing HF down to 650 parts-per-quadrillion-by-volume (ppqv).
To our knowledge, this is the lowest HF sensitivity ever re-
ported by a laser-based technique and one of the few laser-
based gas analysers capable of sub-pptv level trace gas de-
tection [15, 16]. The experimental method is based on sen-
sitive cantilever-enhanced photo-acoustic detection using a
new narrow-linewidth high-power optical parametric oscilla-
tor (OPO) light source, operating on a strong HF transition at
2.476 µm.
The experimental configuration of the HF detection system
is shown schematically in Fig. 1. The light source is a high-
power optical parametric oscillator, producing coherent light
on three principle wavelengths: 1064 nm pump, 1866 nm signal
and 2476 nm idler. The idler beam is separated from the resid-
ual pump and signal beams using a combination of a dichroic
mirror and an equilateral dispersive prism (Thorlabs PS853). In
between, about 4% of the idler and signal beams is sampled by a
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Fig. 1. Schematic illustration of the experimental configura-
tion. PS: pump laser source, L1: lens with f=200 mm, L2: lens
with f=150 mm, E: two etalons, EXFO: wavemeter, PR: equilat-
eral dispersive prism, G1: gold coated mirror with R=200 mm,
S1: silver coated mirror with R=50 mm, P1: power meter, PA:
photo-acoustic analyser, HF: hydrogen fluoride gas in dry air.
wedged uncoated CaF2 window to an EXFOWA-1500 waveme-
ter for monitoring purposes. After the prism, the idler beam
is guided through a cell of a PA analyzer in a double-pass con-
figuration. The optical power after the cell is measured with
a power meter. The photo-acoustic analyzer platform, manu-
factured by Gasera Ltd., is equipped with a cantilever-based
photo-acoustic detection system. The PA cell has a length of
95 mm, a diameter of 4 mm, and total volume of about 7 ml. Its
surface is gold coated. The windows are made of CaF2 (Thor-
labs WG50530-D) with a broad-band anti-reflection coating for
the 2.47 µm wavelength. The pressure in the cell is regulated to
200 mbar and the temperature to 50 ◦C by an automatic control
system. The system is configured to provide PA signal readings
via a USB data link with an acquisition time of 1.0 s. The peri-
odic 30 Hz photo-acoustic signal is formed by sinusoidal wave-
length modulation of the OPO pump laser with 1.1 GHz mod-
ulation amplitude. A lock-in detection scheme is employed to
perform a second harmonic signal detection. The modulation
frequency was selected by looking at the acoustic noise spec-
trum of the CEPAS sensor and identifying interference free re-
gions.
The design principle of the singly resonant continuous-wave
OPO is described in previous articles [17–19]. For the new ex-
periments reported here, the OPO had to be optimized to op-
erate in a difficult wavelength region close to degeneracy. In
addition, the long term stability was improved by almost a fac-
tor of 100 as compared to the previously reported OPOs [19],
which was crucial in terms of reaching the exceptional trace gas
sensitivity via long averaging times. The OPO is pumped by
a continuous-wave (CW) distributed feedback (DFB) laser (Ea-
gleyard DFB:1064-0040-BFY02-0002) operating at 1064 nm and
amplified by an ytterbium fiber amplifier (IPG YAR-20k-1064-
LP-SF) to maximum optical output power of 20 W. The pump
beam, after beam expansion, is focused into the OPO cavity
with an anti-reflection coated lens. In the OPO, the pump beam
is focused into a 50 mm-long MgO-doped, periodically poled
lithium niobate (MgO:PPLN by HC Photonics) crystal, the pol-
ing period of which ranges from 26.5 to 32.5 µm in a fanout
pattern. The crystal is placed on an aluminium holder, the tem-
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Fig. 2. The upper figure shows a second harmonic signal of
97 pptv HF in dry air, measured with an optical power of 740
mW, and a least squares fit of the second harmonic signal of a
Voigt profile to the data. The lower figure shows the residual
after subtraction of the fit.
perature of which can be stabilized anywhere between 20 and
100 ◦C with a precision of 100 mK using thermo-electric cool-
ers and a commercial controller (Newport 350B). A bow-tie ring
cavity is built around the crystal. The two plano-concave dielec-
tric mirrors have a 125 mm radius of curvature, high transmis-
sion coatings for the pump and idler wavelength and a high
reflectance for the signal wavelength. The two plane mirrors
of the cavity have the same coatings. The cavity has a free-
spectral-range (FSR) of 390 MHz. The relatively low FSR, oper-
ation near degeneracy and the strong water absorption around
the resonant signal wavelength make the OPO spectrally and
power-wise unstable without further measures. To solve this,
the OPO cavity was placed in an enclosure that is continuously
purged with dry air to reduce the humidity of the cavity to
about one tenth of normal ambient humidity. This reduced the
observed power fluctuations and increased the output power
as the cavity losses were decreased. In addition, two uncoated
YAG etalons (0.3 mm and 2 mm thick) were placed inside the
cavity at the secondary focal point to narrow the OPO gain
bandwidth and to reduce the intra cavity power levels by in-
creasing the oscillation threshold [20]. The employed methods
allowed us to stabilize the signal wavelength at a transmission
maximum of water spectrum near 1866 nm, and to achieve
highly stable single mode operation of more than three hours
with around 50% conversion efficiency, 980 mW idler output
power and a linewidth less than 10 MHz. For lower power lev-
els in the range of 100 to 600 mW, single mode operation up to
several hours was achieved.
Photo-acoustic spectroscopy was performed on a strong
rotational-vibrational transition of HF centered at 2475.8836 nm
with a line intensity of 2.381×10−18 cm−1/(molecules cm−2) at
296 K [9]. The wavelength in question is almost free of spectral
interference from other atmospheric gases. The most significant
interferer is a water line centered at 2475.72 nm. Simulations
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Fig. 3. CEPAS signal as a function of HF concentration and a
linear fit to the data. The measurement was performed using
an optical power of 740 mW. Uncertainty of the MFCs and the
concentration of the sample bottle is included.
using the HITRAN 2012 database [9] demonstrated that the
contribution of typical ambient water concentration of 1.4 % at
200 mbar pressure creates a 30 times stronger second harmonic
background signal than HF at a concentration of 1 pptv. A solu-
tion is to reduce the pressure, stabilize and closely monitor the
water concentration, or reduce it to an insignificant level. An-
other reason to monitor the humidity is that adsorption of HF
and H2O in the measurement system causes the HF concentra-
tion to depend linearly on small changes of H2O in a short time
scale.
The performance of the CEPAS systemwas studied using the
following gas analysis experiment. Two mass flow controllers
(MFCs, Aera and MKS Instruments) were used to prepare a sam-
ple gas of desired HF concentration by mixing 3.05 ppmv of
HF (AGA) and dry ambient air (humidity around 1050 ppmv).
Flow rate ranges were 4-200 and 40-2000 sccm for the MFC con-
trolling HF and air, respectively. The controlled HF mixing ra-
tios were then in the range of 6 to 400 ppbv. Lower stable con-
centrations on the order of 100 pptv were enabled by the slow
desorption of HF in the sampling system while no HF was fed
to the gas flow. The measurement cycle was 15 s long. 9 s of it
was used for gas exchange by an automated gas exchange sys-
tem and 6 s to record the PA signal at a 1 s sample rate. The
set of six samples was then averaged to form one data point.
Most measurements were carried out using an optical power in
the range of 610 to 740 mW (instead of the maximum 980 mW)
to ensure more consistent measurements as the OPO remained
stable for longer periods.
The experimental setup determines the HF concentration by
measuring the peak second harmonic signal of the HF absorp-
tion line. In order to identify the HF line and possible back-
ground signals, the full spectrum is occasionally recorded as
well. Figure 2 shows a recorded second harmonic sepctrum
of 97 pptv of HF. Black dots represent the measurement data
recorded in about 14 minutes. A least squares second har-
monic Voigt fit [21] (red curve) and its residual (lower figure)
show good fit to the data. The obtained line parameters, in-
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Fig. 4. Allan deviation of the HF volume mixing ratio as a
function of averaging time. The inset shows the measurement
data, obtained with optical power of 950 mW. The slope of the
Allan deviation is -0.28.
cluding Lorentzian linewidth and modulation amplitude (MA),
agree well with expectations. The modulation amplitude was
included as a fit parameter to verify its value, which was ad-
justed to minimise residual amplitude modulation (RAM) in
the second harmonic signal. The RAMwas caused by an etalon
effect in the PPLN crystal with non-optimal anti-reflection coat-
ings for the idler beam. The RAM couples to the CEPAS sig-
nal through absorption in the windows of the PA cell. An es-
timate of the optimal modulation amplitude was derived from
the measured FSR of the etalon and simulations on for which
MA, relative to the FSR, the RAM in the second harmonic sig-
nal would go to zero [22, 23]. The RAM was reduced to an
amplitude level equal to an HF signal of 8 pptv, as seen on the
tails of the residual in Fig. 2. The improvement was more than
ten-fold, eliminating RAM from the performance limiting fac-
tors of the system as the residual RAM was found to be stable
and predictable.
Photo-acoustic analyzers always require calibration. The
data points for the calibration were collected in two steps. First,
the power normalized CEPAS signal was measured at different
controlled HF concentrations. Second, the zero HF point was
determined as the background signal level of a spectral scan in
Fig. 2. A linear fit to the data, weighted by the uncertainty of
the data points, was then determined as the response curve of
the CEPAS system. The result, shown in Fig. 3, confirms a linear
response of the system. The observed offset is caused by inter-
fering absorbance of a nearby water transition, as expected by
the simulations. Uncertainty in the produced analyte concentra-
tion, illustrated by the error bars, take into account the accuracy
of the MFCs and the uncertainty of the sample bottle concentra-
tion. Another source of measurement error was adsorption of
HF, which has to be carefully acknowledged for reproducible
measurements. In the case of highly adsorptive molecules, such
as HF, it is easier to remove than to enrich molecules on a sur-
face [24]. Therefore, before the calibration measurement, the ad-
sorption was first saturated to a high level by flowing the sam-
ple gas for more than ten hours on a concentration level slightly
higher than the first measurement level. The HF concentration
3
was then dropped stepwise and adsorption was allowed to bal-
ance before taking a CEPAS signal reading.
The stability and sensitivity of the PA system was investi-
gated using Allan deviation. The CEPAS signal was measured
with a high optical power of 950 mW at HF concentration of
92 pptv. The low stable HF concentration was generated by
flushing the PA cell with dry ambient air for more than a week
to reduce the residual desorption to a near constant level. The
result is presented in Fig. 4. The insete shows the data used
for the Allan deviation plot except for the 1 and 2 s data points,
calculated from the non-averaged data. The Allan deviation
is used to extrapolate a noise equivalent concentration of the
system from the SNR (SNR = 1) [25]. A noise equivalent con-
centration of 5.2 pptv was reached in 1 s (one CEPAS reading),
2.5 pptv was reached in one averaged gas exchange cycle (15 s),
and 0.65 pptv in 32 minutes. A normalized noise equivalent ab-
sorption (NNEA) coefficient of 2.7× 10−10 Wcm−1Hz−1/2 was
reached with a sampling time of 1 s with an optical power of
950 mW. The stability was limited by drifting of the light source
and fluctuations in the H2O concentration of the sample gas.
The observed H2O fluctuations, in the order of 50 ppmv and in
a time scale of few minutes, resulted in direct response in HF
concentration since adsorption of HF is strongly dependent on
the H2O concentration.
In conclusion, a highly sensitive instrument for detecting hy-
drogen fluoride at 2.476 µmwas demonstrated using cantilever-
enhanced photo-acoustic detection. Sub-ppt sensitivity is made
possible by the combination of a sensitive detector, a very stable
high power OPO and a strong rotational-vibrational transition
of HF. The achieved noise equivalent concentrations (SNR=1)
of 5.2 pptv in 1 s and 0.65 pptv in 32 min are, to our knowl-
edge, both the lowest that have been reported for laser-based
HF detection and for photo-acoustic spectroscopy, as well as
one of the few laser-based gas analyzers capable of sub-ppt
level trace gas detection [15, 16]. The resulting NNEA coeffi-
cient (1σ) of 2.7× 10−10 Wcm−1Hz−1/2 is also comparable to
the best-reported NNEAs for CEPAS [12, 26]. The high sensi-
tivity of the instrument is not limited to laboratory use, but the
availability of commercial moderate power DFB lasers at the
operation wavelength [8] also allow the development of field-
deployable sub-ppb level HF sensors.
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